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DEMONSTRATION OF THE FREQUENCY OFFSET ERRORS
INTRODUCED BY AN INCORRECT SETTING OF THE ZEEMAN/
MAGNETIC FIELD ADJU`OTMENT ON THE CESIUM BEAM
FREQUENCY STANDARD
Donald C. Kaufmann
NASA Goddard Space Flight Center
ABSTRACT
`
	
	
The fine frequency setting of a cesium beam frequency standard is 	 a
accomplished by adjusting the C field control with the appropriate Zee-
man frequency applied to the harmonic generator.
A novice operator in the field, even when using the correct Zeeman
`t	 frequency input, may mistakenly set the C field to any one of seven
major Beam I peaks (fingers) represented by the Ramsey curve, This can
result in frequency offset errors of as much as 2.5 parts in ten to
the tenth.
The effects of misadjustment will be demonstrated andsuggestions
discussed on how to avoid the subtle traps associated with C field
ad j us tments .
INTRODUCTION
The Hewlett Packard Model 5061A Cesium Beamfrequency Standard is a
self calibrating device requiring no other reference frequency to
insure its frequency accuracy to within 1 X 10- 1 1 of all other Cesium
Beam Frequency Standards.-` Although this statement is literally cor-
rect, it is critically dependent on the magnetic C Field setting. The
magnetic C Field is adjusted to the correct central Beam I peak (with-
in one of seven families of Ramsey Curves) with the appropriate Zee-
man Frequency applied to the harmonic generator. However, the initial
turn on procedure covering this adjustment 'is inadequately covered in
the technical literature	 It is further complicated by the fact that
selection of undesired ces-ium atom energy level transitions can result
in beam current: (Beam I) outputs from the -cesium tube of slightly
greater than or near equal to the Beam I developed during the desired
transition	 The incorrect setting of the magnetic C 'Field can result
in frequency error offsets of as little as one part in ten to the
eleventh when the incorrect _sub-central peak is selected or as much
as two and one half parts in ten to the tenth when the incorrect
1
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central peak is chosen. The new Hewlett Packard Cesium Standards
(1074 on) With the higher resolution C Field Control will allow an
offset which is limite-d to the adjacent sub-central peak of the
desired transition. It should be noted that in every case of erro-
neously setting the C Field, the Cesium Standard indicates normal
operation; continuous operation lamp on, alarm lamp off, and all
front panel meter readings of the operating parameters within the
normal range
The purpose of this paper is to describe the paeans of demonstrating
this effect and suggesting the means for avoiding the pitfalls asso-
ciated with setting of the magnetic C Field. However, before discuss-
ing the demonstration it is desirable to review the theory of operation
of the standard on a block diagram level, the cesium beam tube details,
the hyperfine energy level diagrams of Cs atom 133, and the initial turn
on procedure.
OPERATION OF THE CESIUM BEAM FREQUENCY STANDARD
Figure 1 is a simplified block diagram of the HP 5061A Cesium Seam
Frequency Standard. The voltage controlled Quartz Oscillator (A10
provides a 5 MHz sinewave to a X 18 multiplier (A3). The multiplier
outputs a phase modulated 90 MHz signal to the Harmonic Generator (A4).
The 5 MHz from the Quartz Oscillator is inputted to the Synthesizer
via a buffer in the Multiplier and both Multiplier and Synthesizer out-
puts are applied to the Harmonic Generator. Here the phase (0) modu-
lated 90 MHz is multiplied by 102 times and added to the Synthesizer
output resulting in a 0 modulated 9192.63----MHz being applied to the
microwave cavity surrounding the Cesium Beam Tube (Al2) inte<raction
region. The Beam Tube acting as a high Q bandpass filter provides dis-
criminator action and outputs the fundamental (137 Hz) and its 2nd
harmonic (274 Hz). When the frequency of the injected signal is in
r.. agreement with the hyperfine energy level transition of the Cesium
Atom the beam tube output is primarily 274 Hz. The 137 hertz out-
put is an error signal proportional in amplitude and direction to the
difference in frequency betweE„ the injected signal and the Cs atom
transition frequency. Both the fundamental and the 2nd harmonic, fre-
quencies are amplified in the AC Amplifier (A7). The fundamental is
then fed to a synchronous Phase Detector (A8), the output of which
is applied to an operational amplifier (A9) where the 0 error signal is 	 i
converted to a DC voltage used to control the Quartz Oscillator (A10)
thru VCO action. Thus the frequency stability and accuracy of cesium
atom 133'hyperfine energy level transition is transferred to the
Quartz Oscillator via the 0 locked loop and outputted to the users in
the signal format of 5 MHz, 1 MHz, and 100 KHz.
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In addition to the phase locked loop, these are four other circuits
Buffer Amplifier (A13) outputs the 5 MHz 1 volt RMS sinewave. The
Frequency Divider (A6) takes the 5 MHz input and divides down to 1 MHz
and 100 KHz and provides these signals via buffers at l volt RMS. (e-
sium Oven Controller (All) provides the heat source for cesium atom
effusion within the Beam Tube. Finally, the Logic Module (A14) de-
tects fundamental, 2nd harmonic, error signal limits and synthesizer
failures.
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CESIUM BEAM TUBE OPERATION
The schematic representation of the Cesium Beam Tube in Fig. 2 delineat-
es the internal components and the cesium beam tra jectory. Cesium atoms
effuse from the oven source and are formed into a ribbon-like beam by a
collimator. The beam passes through Inhomogenous magnetic field of the
first state selector magnet, the "A" magnet, The force experienced by
a particular, atom depends upon its effective magnetic moment hence upon
its energy state, and also upon the gradient of the field; thus, atoms
are selectively deflected into the interaction cavity. Two fields are
present in this cavity, the "C" field and the microwave field resulting
from multiplication and synthesis from the quartz oscillator. The
presence of the C field, a steady-state, low level field, causes the
desired separation to exist in the cesium atom's energy levels. The
magnetic component of the injected microwave field interacts with the
atoms. If the frequency is at the transition frequency, 9192+ MHz, then
atoms absorb energy from the injected microwave field and flop to the
other transition energy state. Since their effective magnetic moment
is thereby reversed in its direction, a second state selector magnet,
the "B" magnet, can selectively deflect flopped atoms to the detector.
This detector, a hot wire ionizer, is a heated tantalum ribbon upon
which the cesium atoms are ionized  and then evaporated. The cesium
ions pass through a mass spectrometer. The function of the mass spec-
trometer is to remove common contaminants such as potassium that might
cause noise bursts that could overload the AC Amplifier in the frequency
standard and cause loss of lock. The ions that pass through the mass
spectrometer are accelerated into a multistage electron multiplier,
where the ion current is converted to an electron current and amplified,
The output current of the electron multiplier is carried by a coaxial
cable to the signal processing electronics
9
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Figure 2
The cavity is of the Ramsey t;.pe , with two interaction regions. The
entire system is evacuated and is magnetically shielded.
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BEAM TUBE DISCRIMINATOR ACTION
The cesium beam tube, in a simplified sense, is a passive device of
extremely high Q that acts like a bandpass filter which by means of
discriminator action provides an error signal to correct the phase of
a quartz oscillator. Fig. 3 depicts the discriminatoraction R Wh en
the injected microwave signal is matched to the cesium atom transition
frequency only the second harmonic component of the phase Modulated
signal appears in the beam current output. When the injected signal
lies above or below the desi redvalue , hq'1,h the fundamental and the
2nd harmonic are outputted from the beam tube, with the fundamental
(error signal) containing both phase and magnitude information used
to control the quartz oscillator.
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ENERGY LEVELS
At zero magnetic field there are only two energy levels in which a
neutral cesium atom can exist. However, upon application of a small
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magnetic field (C Field) these two levels are splitinto 16 hyperfine
levels, the higher energy (F=4) group into nine and the lower energy
( F=3) group into seven. Figure 4 plots the hype,-' tne energy level
subsets versus magnetic C Field strength. The dotted vertical line
is representative of the typical C field setting of 60 milli gauss
This value was chosen so that the field - inaependent transition,
F= 3, Mf=O to F=4, MfzO, i s utilized,
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C FIELD SETTING
The setting of the magnetic C Field is accomplished by applying the
appropriate Zeeman frequency (42. 82 KHz for setting the Al Rate) to
the harmonic generator which in turn exci tes the microwave cavity in
the Cesium Standard. Figure 5 shows the beam tube output (Beam I)
as a function of the microwave frequency. The center pedestal, la-
beled 0 0) represents the desired enery level trasr;i ti on. Each
transition contains a family of curves ?Ramsey Fi ngt., rs) consisting
of a central peak and symmetrical sub-central peaks. Illustrated
above the 0, 0 transition (i.e., F=4, Mf=6 and F=3, Mf=O) is a family
of Ramsey Curves (fingers). With a fixed Zeeman frequency input
the families of Ramsey curves depicted i n Fig. 5 can be obtained
by ranging through the Cesium Standard's "C Field" control.
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ZEEMAN/C FIELD TEST SET
Fig. 6 is a block diagram of the test setused to demonstrate the
effects of .misadjusting the magnetic C Field. It con3ists of two
cesums a test unit and a reference unit, from whic,z the 5 MHz`
outputs are phase compared. The reference units 's C 1'Eeld has
been correctly set and its output frequency verified to be wi thin
one part in ten to the twelfth of the Naval Observatory's master
clock. The signal generator provides the-Zeeman input, in this
i
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The frequency counter substantiates the correctness of the Zeeman
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THE DEMONSTRATION
On the Cesium Standard under tryst, set the mod switch to "OFF" and
the mode switch to "OPEN"	 With the test set mentioned above and
with the signal generator adjusted to the Al Zeeman rate of i volt
RMS amplitude and interfaced to the " ZEEMAN IN" jack of the cesium
under test, slowly rotate the ten turn ""C Field" control while moni
tori ng " Beam I ll . Start with the "C Field'" potenti orneter maximum
clockwise and rotate the control slowly through its entire range.
Record all Beam I peaks and their associated "C Field" control set-
tings. Select the maximum " B eam I" "C Field" control setting and
switch to "MOD ON" and to "MODE OPERATE". The alarm lamp shoo.-4
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go out and upon depressing the "LOGIC RESET" button the "CONTINUOUS"
operation lamp should come on. NOTE:Selection of any Beam I peak,
central or sub-central , of any amsey family of curves, wi l result
in the "CONTINUOUS" operation lamp on, indicating normal operation.
ANALYSIS OF THE RESULTS
Figure 7 i s
 a tabulation of the families of Ramsey fingers detected
for two Hewlett Packard Model 5061A Cesium Standards. The "[team I""
their associated "C Field" values, the energy level transitions, the
frequency offsets of the. sub-central to the central peaks, and the
maximum frequency difference (between the central peaks of the the
most widely displaced Ramsey families) are listed. By virtue of
the tabulation the following facts become evident: There is excellent
symmetry in both amplitude and frequency offset of the sub-central
peaks; the difference in amplitude between the central and the ad-
jacent sub-central peaks is small and suggest care in setting the
"C Field" to avoid aligning to a sub-central peak; a real possibil ity
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frequency offset between the sub-central peak
nd the ventral peat, of the desired transition versus the AF of
the imdoot r rnd transit-tons,, s 	 This latter fact provides verificati on
of whon you have selected the correct central peak and may be used
whoi do other means of verification, such as portable clock, Loran-
G o ", '!.r	 copiparisons are available. It is well to note, that
b, design, all Hewlett Packard Model 5061A Cesium Frequency Stand-
ards (Pre 1074), correct "C Field" settings always fall within 6,50
and 7.55 on the % Field" control dial,
Figire 0 shows approximately 0 hours of phase (0) comparisons be-
tween the: test unit serial number 166 and the reference unit for
throo different magnetic "C Field" settings. The first hour of the
0 plot is, representative of the worst case, where the C Field is
set to thr central peak resulting in the greatest frequency offset,
fo fieA,,M by 4 hours of 9 comparing with the C Field set to the ad-jawr^. s0-central peak of the desired transition and finally 3
hours of the 5 MHz data wi th the "C Field" set to the central peak
of tho do5irod transition.
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In conclusion it should be emphasized that since 1974 the Hewlett
Packard Model 506 1 R Cesium Standard, high performance(004) version
as well as the stan%.'^rd version, have a higher resolution "C Field'"
control wi th a much reduced range, only 2.5 X 10 11 , and therefore
the :magnetic "C Field'" in these units can only be misadjusted to an
adjacent sub-central peak of the correct energy level t ansition re-
sulting in a maximum frequency offset error of 1 X 10 1 .
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